Intraocular Radio-Opaque Ring.
A radiologist noted a radio-opaque object in the eye of a woman undergoing X-ray examination to determine the safety of magnetic resonance imaging (MRI). Water's X-ray shows the titanium locking c-ring of a type 1 Boston keratoprosthesis. This ring was added in 2004 to prevent intraocular disassembly of the device. The nonmagnetic ring does not prevent MRI imaging. The titanium locking c-ring and the titanium or polymethyl methacrylate back plate of the Boston keratoprosthesis are safe for MRI imaging.